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[ﬁsr’olflgg at 9:09 am, M.;r 1,201

sigee,  MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
BN STATE PUBLIC HEALTH LABORATORY

-7 BREATH ALGOHOL PROGRAM ,

DATAMASTER MAINTENANCE REPOQRT REFORT 45

.... —

Complels ihls report at the time of the reqular monthly praventive malntenance ehsck {not to excee;l 35 days).
Complele this report whenever the instrument Is serviced or repalred and whehever it 1s placed Into service,

Retain the original and send a copy within 16 days 1o the Breath Alcohal Program, DHSS.

DATAMASTER EN HAME, OF AGENGY e DATE OF INSPEGTION TomnommTn e
204081 Missouri State Highway Palrol 03/07/2013

LOCATION CF NSTRUMENT (R160) Ao oy " Y TINE OF thaPECTION

710 South Kingshighway, Perryville, MO 63775 9:06 am

CHECKLIST: Place a matk In ihe box by sach tem If found 1o be satistactory of if opsrating wilhin estabilshed iralls, (Write in obaorved values
whute delermingd.) Unmarked ifems must be corrected before using instrument, . ]

DIAGNOSTIC CHEGK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 03/07/13 _ 09:06
%] COMPUTER DETECTOR
¥l proGram FILTERS
7] HEATERS SAMPLE CHAMBER ________ 80¢¢ D aunmzstaoar
i) rLow DETECTOR /] CAUBRATION B
& puMP HIGH sPEED [/ PRINTER R
-lﬁ.*lJSIGATOR LIGHTS S
SIMULATOR SOLUTION SUPPLIER Guth Laboratories Inc., L(;r # 11220 exppare 10/242013
SIMULATOR TEMP (84°C +0.2°C) . 342 ¢ giMULATORSN G 6828 .EXP. DATE _99{2_8_!?_913___; |

CALIBRATION CHECK - (ONLY ONE STANDARD 18 TO BE USED PER MAINTENANCE REPORAT)

Run three tests using a standard sofution. All threo 10518 must be withln £5% of the standard value and must have a spread of .005 or
leas, Mark the box corresponding 10 the standard solution belng used. (PRINTOUT ATTAGHED)

V] 0.100% STANDARD » MUST READ BETWEEN 0.086% AND 0.105% INCLUSIVE
|| 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
|1 0.040%9 STANDARD - MUST READ BETWEEN 0.098%6 AND 0.042% INCLUSIVE e

TEST2 % (98 TEST3 % 00p

TEST 1 = (o7

[/} PERFORM R.EL TEST (PRINTOUT ATTACHED)
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 0 [(0-04) 3 {.05-.09) 0 {.10-.14) 1 l(.16-.19) 3 OVER 18 0

LIST AHY HEW PARTS AND DESCRIEE ANY ALTERATION O HOBIFIGATION THAT WA MADE 10 RESTORE THE INSTRUNENT TO GPEFNTE SATEFACTORILY AND WATHT ESTADLISTED LIMITE

{UZE OTHER SIE IF NECESSARY).
Instrument operating within MODHES specifications,  Solulion Botlle #172  Datamaster Inventory #127191

Tpr. James R. Sauer

INSPECTING OFFICER = 10

[TvPE 1 P eAREERR| B NDATE T e R
220144 081252014 (636) 300-2800
RETURN COMPLETED REFORT TQ THE! Broalh Alcohol Program, MO Depariment of Health antfeen'bl: Servicos, Southoast Distrlet Office

2B76 Jamaas Bivd. |
Poplar Bluff, MO 63501

MO 8ak-1448 (2-08) AH EOUAL DPFOATIMITYIAFFFVATIVE AUTION ENPLOVER
Soy iy Py ied 01 & AN 4 indvy Digq

LAB-118
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®
-- A@ GUTH LABORATORIES, INC.

S NORTH OTIh BTREET ® HARRISDURG, PA 17111, 4541 ¢ TELEPHONE: 747-504-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 11220 of
Alcohol Relerence. Sofution for Simulator were analyzed by
gas  chromatography on October 27, 2011, using a Perkin Elmcr Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1205% (w/vol) ethyl alcohol. ‘The expiration dale for this lot
number is October 24,2013 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C 4/« -,2°C, this solution will glve a breath alcohol
analysis instrument reading of 0.100 g/2{0L +/- 3%,

The alcohol and waler used In this solution were

frec of test interfering substances.

Ted L. Pauley, I’resigent

GUTH LABORATORIES, INC.

NIST Traceablfity:
Testing was conducied using Certlltant Reference Standard lot wumber FNIO2408-02 whose

values are traccuble (o NIST.
All balances are callbrated annvally by an uniside agency wsing NIST (raceable weights.

Callbration verification ix done priov to eacl use wiilizing NIST traccable weights,
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Face Thic Side Dowm - Tids Bdpe In First Eace This $ide Dows ~ Thin Rdge I Frsl
: W.,Pﬂ DataMaster BAC DataMaster
. Evidence Ticket Evidence Ticket
i
i BISSUURL STATZ BXSHWAY PATREL MISSOURT STRTE WISHWH PRIROL
: EAS DSTRARSTER SERIAL fRMBSR Dotpsd LAC DRTAMESTER SERIf MUIDER S4661
: B3 8307413
PRREST TINME: oo:e9 TESTING QFFICER:
SUBJELT MANE: SRUER A JSES-R
IXE/ 0k OFTICER 3.0.7 745
DOEE Iio1lerr SEx: M i PERNLT MUNBER: 200144
, STRTE/D.L.2 MO/131111 b EXPIRATION DATE! 96/25-1%
RRRESTINS OEFILER: . RISCELLANEGUS TRATAZ
hnrmz\fpa.mw\wﬂ
QFFICEY 1.T.2 745 H = SUPERVISOR MOTE ~ee
TESTING OFFICER: ,
SHME DLAMK TEET -BBE @318
OSFICER 7.0.: 7S INTERTAL, STRANDRRD YERIFIEL  @9:18
; FERNIT MUMBER: 228144 EXTERNAL STFNDRED 357 A% 15
EXPIRATION 2ATE: 282514 ELFP. “EST .50 10
HISCE | AMECUS DATAS EXTERMNAL STANDARD e evze
: BLANK EST .ee Ban 20
= BREATH AMALYSIE ~—m . EXTERAL, STENDERD P9 geLe:
1 Z2LAPIX TEST 862 Gor2l
JLANC TEST 896 99127 N=a
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i : ) B, m 596
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29:26
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PROGRAN (Q&4—A7=220 OXAY

HERTERS

SFLE CHEMBER: Sse

FLOW TETECTOR WY

PULR
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DETECTIR: AY

FILTERS: oy
TR QURRTZ. STANGARD: LAY
—

CFELERATIONE DCRY

FRINTER TESY
b BRSSO IRTASEPRET 1 <m M RARECIER
FLIUHNOPERSTUMERYZ L™ _" sincdefohd jie Lnre
oarstosnge! 137

Cperxtor Rl
gf«ﬁ v



2013-03-09 16:40 C5SSCALE

15734839317 >> 15738409139 P 5/5

Hiate of Missour]
DEPARTMENT OF HEALTH

PERMIT
TYPE I

JAMES R SAURR

Is heroby authorized to [rislruct and su
callbrats, perform field repalrs, and operate the

pervise operators, traln Instrustors, Inspeot,
following breath analyzer(s):

DATAMASTER

for the delermination of the aleohollo contsnt of blood frorm a an
alr, lesuod under the provislons of secllons 577,

06/25/2012

Dile

vamsey 220144

soee 06/25/2014

MO L0771t [T-8Y)

mpis of expirad (alvaolar)
020 throtgh 877,041, RSMo 1686,

Dlredlor of Siate Publle Heatth Laporatony
. ”“"4 »
/ﬁ/ﬁw e M

Dlrestor, Dapartmant of Haakh
Lab, £ A5




